W-06-020

WIENER, Plein & Bauvs, [.id. 07204086
Service & Suppotl

W, WG - 115, GO

CONFIGURATION / TEST REPFORT

1. Power supply configuration

UEPS00O (Period 36,Messages: 187 sent, 387 received) -0 ::J
Zle  Options  Configuration  Help

Power Supply Yerslon  UEPG00D 2.14

Network CAN1.05: Address 1, General Call 127, Speed Code 1

Power Supply 1D 48498127

CAN Veraion: CAN 1.0%5

Chanue] Mame: un L u# L3 LA L Uh Ly
Calibration [| Moniter: 17928 LU8L 4598 496D AYRF  BE3I3 4BRY FYPR)
Calibration [Kowp): 16634 10534 LO4G %634 15634 15%34 16534 11941
Calibration (U-Monitar]:  7h8 754 BY 27 ind uh ey G 16532
Calibeation (Fal. 2U0%K F1185  B6R2T AT A1 @043 21147 15748
Calibration [Kf]: At n1g R N aen LR B peld 09
Confgpuration NMags an nw o0 ao

Output Voltage [V]: 555 4.50 1510 4.50 h.00 5.50 5.00 5.40
Current Limit [A]: 600 9.00 4.00 9.00 2500 7.00 2500 26.00
Monitering:Umin [V]: n.oo 0.00 D.o0o n.oa 0.00 0.00 0.on 0.00
Monitering:Umax [V]:  5.80 s.00 15.20 5.00 5.50 6.00 7.00 6.10
Monitoring:imin [A}: 0.00 0.0o (.00 0.00 0.00 t.on 0.00 0.00
Monitoring:imax [A]: E.00 9.00 4.00 9.00 25.00 7.00 25.00 26.00
ove v h.50 6.00 15.30  &.00 8.00 6.50 a.non .30
Temperature Warming: 7 ? 2 7 7 7 ? k|
Tempersture Limit 127 127 127 127 127 127 127 - 127
Vallage fine adjust 1 0 ] 0 0 (1] n 0

P5 [emperalure max] 127 124 127 127 124 127 127 127
PS Temperature 3 oK oK oK oK oK oK oK
Operating Time 234540 minutes [162 days, 21 hours. § minutes]

Status 0K 0K oK QK DK Ok 41,4 0K
POWER ON

AC OK

TAIP QOFF ENABLED

Temperature £ - - - - g
Voltage [V] 556 448 14.94 448 5031 548 500 537 '
Current [A] 07 n.on n.nmn 0.00 0.00 0.0% 19.95 0.27

2. DC channels voltage and current measurement & calibration:

Voltage U-display. | measured | I-display | measured | comment
| U0 | +5.59V | 5.58 5.58
Ul | +4.50V | 4.49 4.46
U2 | +151V | 15.00 14,96
U3 | +4.50V | 4.50 447 e
U4 | -5.00V_[5.03 15.00 20.0 20.0 ]
US| 550V (549 (545 [ _ —
U6 | -5.00v | 5.00 497 199 199
L U7 | -S540V | 537 5.35 |




Service & Supporl
WO, WIBDET- LS, SO

WIENER, Plein & Baus, Lid. OT/20/06 l w_06_{]2{]

I(Zustnmar: FNAL I]’rujcct: 604-05¢ | Warranty: N ‘Date: 07/20/06
(TR | A S ——

Model:  PLS0S !Part number:  OP{1.02231 | S/N: 4898127

I A
Exchange L4 (MEH2.., TV/115A) with MDH 2 x 2. 7V30A [or U4 and

| Error description: | e
U6
« Return MEH module to FNAL as spare
« Return with power bin and display!
Comment: Soc W-04-032 (similar upgrade in 2004) o
| —— —_—— - —— —— re— PLLA e —
Service / Test

' Performed worl: 1 remove MEH and existing 115A DC wiring on U4
_ 9 add U6 DC terminals, filter caps and DC wiring(-<100A), add U4 DC
| | wires (<100A)

3. install MDH 2.7V/30A,

4 wire MDH to U4 and U6, add contro] cable 1o 116

I
' 5. modify MUH module, resistors for channel U6 (RP6, RM6), check R60
| | and RG2

6, voltage and current calibration U4 and LG

7. check all other DC channels

& correct type label
i
Performed test: |, Function test

7. lest of all output voltages / channels

| 1. testinterlock

4. & hours run test with computer and display
Final Status: _ Ok :
‘ Repair time: 6 hours
li [lsed parts: MDI 2V, TV/30A (slow regulation)




